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Background: A variety of hyaluronic acid (HA) fillers demo- 
nstrate unique physical characteristics, which affect the 
quality of the HA filler products. The critical factors that affect 
the degradation of HA gels have not yet been determined. 
Objective: Our objective was to determine the characteri- 
stics of HA gels that affect their resistance to the degradation 
caused by radicals and enzymes. Methods: Three types of 
HA fillers for repairing deep wrinkles, Juvederm Ultra Plus 
G-U), Restylane Perlane (Perlane), and Cleviel, were tested in 
this study. The resistance of these HA fillers to enzymatic 
degradation was measured by carbazole and displacement 
assays using hyaluronidase as the enzyme. The resistance of 
these fillers to radical degradation was measured by the 
displacement assay using H2O2. Results: Different tests for 
evaluating the degradation resistance of HA gels can yield 
different results. The filler most susceptible to enzymatic 
degradation was J-U, followed by Perlane and Cleviel. The 
HA filler showing the highest degree of degradation caused 
by H2O2 treatment was Perlane, followed by J-U, and then 
Cleviel. Cleviel showed higher enzymatic and radical 
resistances than J-U and Perlane did. Furthermore, it 
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exhibited the highest resistance to heat and the lowest 
swelling ratio among all the fillers that were examined. 
Conclusion: The main factor determining the degradation of 
HA particles is the gel swelling ratio, which is related to the 
particle structure of the gel. Our in vitro assays suggest that 
the decrease in the swelling ratio will lead to a retarding 
effect on the degradation of HA fillers. (Ann Dermatol 26(3) 
357-362, 2014) 

-Keywords- 
Degradation, Hyaluronic acid, Resistance 



INTRODUCTION 



Currently, soft tissue augmentation by fillers is widely 
accepted as a treatment for improving the quality of life. 
Fillers are prepared from diverse materials, including auto- 
logous implants, collagens, hyaluronic acids (HAs), and 
biosynthetic polymers, which are marketed for cosmetic 
purposes 1 . Among those fillers, HA fillers have gained the 
widest popularity due to their volumizing effect, biocom- 
patibility, and easy correction after treatment. 
HA is a polysaccharide consisting of disaccharide units of 
D-glucuronic acid and N-acetyl-D-glucosamine with /9-(1— » 
4) glycosidic linkages. HA is a major component of con- 
nective tissues abundant especially in the human der- 
mis 2,3 . However, natural HA can be rapidly degraded by 
enzymes and radicals existing in the human body. The 
half life of HA in human tissues generally ranges from 1 to 
2 days; therefore, the effect of the treatment for dermal 
defects such as wrinkles via the injection of free HA into 
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skin only lasts for less than a week 4 . Despite the excellent 
biocompatibility of HA, its time-dependent degradation is 
a severe drawback for its applications. To overcome the 
limitation of lack of persistence of free HA, HA-based 
dermal fillers have been produced by chemical modifica- 
tion process, namely crosslinking. HA can be cross-linked 
by using diverse cross-linking reagents such as 1,4-buta- 
nediol diglycidyl ether (BDDE), divinyl sulfone, or dia- 
zomethane. Among these agents, BDDE has gained the 
greatest popularity due to its safety and convenient ope- 
ration 2 ' 3 . Although all HA fillers appear to have similar 
functionality, their physical characteristics and manufac- 
turing methods are distinct. The concentrations of HA and 
free (unmodified) HA, types and extents of crosslinking, 
and particle sizes are all different for preparing various HA 
fillers. Moreover, these factors contribute to essential gel 
properties such as cohesiveness, hardness, and swelling 
ratio, which can determine the quality of the final product 
by affecting its resistance to degradation and usability 2,5,6 . 
Several studies have been conducted to reveal the esse- 
ntial properties of HA gels that affect their rate of degra- 
dation. Some reported that the HA content, degree of 
crosslinking, and cohesive properties of the filler contri- 
buted to the degradation resistance 7,8 . Others reported that 
the type and extent of crosslinking, gel concentration, and 
degree of swelling determined the degradation rate of 
cross-linked HA hydrogels 5,9 . In addition to the aforemen- 
tioned factors, it is likely that other attributes are also 
accountable for the degradation of HA gels. In this study, 
we investigated three different types of HA fillers and 
determined the characteristics of HA gels that could affect 
their resistance to degradation caused by radicals and en- 
zymes. 

MATERIALS AND METHODS 

Materials 

One monophasic filler (Juvederm Ultra Plus; Allergan Inc., 
Irvine, CA, USA) and two types of biphasic HA fillers 
(Restylane Perlane, Q-Med, Uppsala, Sweden; and Clevi- 
el, Pacific Pharm., Seoul, Korea) were tested in this study 
(Table 1). Both Juvederm Ultra Plus (J-U) and Restylane 
Perlane (Perlane) contain HA obtained from Streptococcus 
equi and formulated to a concentration of 24 and 20 
mg/ml, respectively. Cleviel (PP-501deep), newly develop- 
ed HA filler, was manufactured by a novel solid phase 
crosslinking technology. In this approach, free HA was 
cross-linked by dissolving it in NaOH solution with 
BDDE. The solution was then mixed properly and dried in 
a vacuum oven at 25°C for 24 hours. Afterwards, the gel 
was washed and re-dried in the vacuum oven to yield a 



dry HA matrix, which was ground into a powder. The 
high molecular weight free HA solution was combined 
with the HA powder to improve the injectabi I ity of the 
filler. The final product was loaded into the syringes that 
were then autoclaved. 

Cell toxicity assay 

In cytotoxicity tests, 1 ml of each of HA filler was eluted in 
5 ml of opti-MEM media (Gibco, Carlsbad, CA, USA) at 
37°C with 5% CO2 for 72 + 2 hours to produce the efflu- 
ent. Approximately 1 x 10 4 of L-929 mouse fibroblast cells 
were seeded into each well of a 96-well plate and 
cultured overnight. After incubation, the cells were treated 
with the filler effluent diluted into a concentration of 100, 
50, or 25% for 24 hours. The viable cells were quantified 
using the WST-1 assay at a wavelength of 450 nm. 

Resistance to enzymatic degradation 

In the degradation tests, 0.2 ml of each HA filler was add- 
ed into 5 ml of phosphate buffered saline (pH 7.0). The 
solution was then incubated with hyaluronidase at the 
concentration of 10 and 20 lU/mg in an incubator agitated 
at 100 rpm at 37°C for 8 hours. The reaction was stopped 
by the addition of 0.1 N HCI (2 ml) to the solution. The 
solution was then filtered through a 0.45- v m filter, and 
the remaining HA was quantified by the carbazole assay 10 . 
In addition, we used a modified displacement assay to 
measure the resistance of HA fillers to enzymatic degra- 
dation . With the use of this assay, we were able to 
determine the rate of the viscosity change in the HA gel 
placed between the enzyme and the dye layers by mea- 
suring the diffusion velocity of the dye in the gel layer. In 
this approach, 20 v I of Coomassie blue (1 mM) was 
loaded into the bottom of a 1.5-ml eppendorf (EP) tube, 
which was then filled with 0.1 ml of HA filler, followed by 



Table 1. Physical properties of HA dermal fillers 




Total HA concentration 

(mg/ml) 
Type of crosslinker 
Degree of HA modification 

(%) § 

HA gel concentration (mg/ml) 
Average particulate size 
(nm) 



24* 


20* 


50 


BDDE + 


BDDE + 


BDDE 


10* 


3* 


0.6 


14.4* 


15* 


40 


300* or 


650* 


250 


ND f 







HA: hyaluronic acid, BDDE: 1,4-butanediol diglycidyl ether, ND: 
not determined. *Data supplied by reference 5. + Data supplied 
by reference 12. ^Data supplied by reference 3. s Degree of HA 
modification includes the percentage of cross-link plus pendant. 
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the addition of hyaluronidase solution at a concentration 
of 35 IU per 1 mg of HA gel. After 3, 6, 12, and 24 hours 
of reaction, the absorbance of hyperphase solution was 
read separately at 590 nm using a spectrophotometer 
(Synergy2; BioTek instrument Inc., Winooski, VT, USA). 

Resistance to free radicals 

A dry-type Yellow 203 dye was placed at the bottom of an 
EP tube, which was then filled with 0.1 ml of the HA filler. 
Afterwards, 0.35 ml of H 2 0 2 (250 or 500 mM) was loaded 
on top of the HA filler. After 1, 3, and 4.5 hours of reac- 
tion, the absorbance of hyperphase solution was mea- 
sured separately at 410 nm using a spectrophotometer. 

Heat stability 

Most HA dermal fillers are viscoelastic; in other words, 
they contain both elastic (solid) and viscous (liquid) com- 
ponents. The rheological property of HA fillers can be 
described by a complex modulus G*, which is defined as 
the sum of storage modulus C and loss modulus G", also 
known as elastic and viscous modulus, respectively. The 
storage modulus G' is often used to characterize the rigi- 
dity of a gel 5 , and a stiffer material has a higher G' and a 
softer material has a lower G'. When a filler is exposed to 
high temperatures, the phosphate in PBS can generate 
radicals. Therefore, we can indirectly determine the resis- 
tance of filler to radicals by measuring the corresponding 
G' value. 

The gel-loading syringes were placed in an oven for 24 
hours, and then the G' and G" values were measured 
using a rheometer (AR 2000; TA Instruments Inc., New 
Castle, DE, USA) for determining <5 =G"/G'. All the 
measurements were performed using a 20-mm steel plate 
oscillating at a frequency between 0.01 Hz and 10 Hz 
under a stress of r = 1 Pa. The presented values were 
obtained at the frequency of 1 Hz and were compared 

Table 2. Cell toxicity of hyaluronic acid fillers 





Effluent 


Mean + standard 




of filler (%) 


error 


Control* 




100.0±2.0 


Juvederm Ultra Plus 


25 


96.8±0.7 




50 


95. 5 ±1.4 




100 


90.3 ±2.6 


Perlane 


25 


100.8±2.2 




50 


93.2 ±1.1 




100 


87.0±0.6 


Cleviel 


25 


94.9 ±0.4 




50 


91.0±0.7 




100 


90.2 ±1.1 



with the results obtained from the untreated syringes. 
Animal testing 

To measure the swelling ratio of HA gels, 0.2 ml of each 
filler was injected into the dorsa of 6-week-old female 
hairless mice (n = 3). One, 2, and 3 days post-injection, 
the mice were sacrificed, and the fillers were removed 
from the skins for weight measurement. 

RESULTS 

The viability of L929 mouse fibroblast cells treated with 
the effluents of HA fillers was greater than 90% (Table 2). 
None of the HA fillers showed any toxicity to cells. In the 
measurement of resistance to enzymatic degradation, 
about 76.9% of J-U, 60.5% of Perlane, and 32.4% of 
Cleviel were degraded by hyaluronidase at 10 lU/mg HA 
(Fig. 1). Almost 100% of 20 lU/mg HA fillers were 
degraded by hyaluronidase after 8 hours of reaction. In 
the displacement assay, 53.0% of J-U, 50.9% of Perlane, 
and 31.7% of Cleviel were degraded after 24 hours of 
reaction (Fig. 2A). Furthermore, the radical resistance tests 
revealed that 96.0% of Perlane, 70.4% of J-U, and 57.1% 
of Cleviel were degraded by treatment with H2O2 (Fig. 
2B). These results indicate that Cleviel exhibits larger 
enzymatic and radical resistances than J-U and Perlane do. 
After 24 hours of heating, the G' values of J-U, Perlane, 
and Cleviel decreased by 50.9%, 38.8%, and 1.2%, 
respectively (Table 3), indicating the lowest heat resi- 
stance of J-U and the highest resistance of Cleviel among 
all the tested fillers. 

Three days post-injection, the isolated HA fillers were 



120.0 



lu 100.0 



80.0 



60.0 



20.0 



0.0 



□ 10 IU 

□ 20 IU 



Juvederm Ultra Plus Perlane 



Cleviel 



'Control is the pure media without effluent of filler. 



Fig. 1. Resistance to enzymatic degradation measured by carba- 
zole assay. Hyaluronic acid (HA) fillers diluted in phosphate 
buffered saline were incubated with hyaluronidase at 10 lU/mg 
HA (blue bar) and 20 lU/mg HA (pink bar) for 8 hours. The 
remaining HA was then quantified by the carbazole assay. SE: 
standard error. *p<0.05 as compared with Juvederm Ultra Plus. 
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Fig. 2. Resistance to enzymatic degradation (A) and radical degradation (B) measured by displacement assay. (A) Hyaluronic acid 
(HA) fillers were incubated with hyaluronidase at 35 lU/mg HA. After 3, 6, 9, 12 and 24 hours of reaction, the absorbance of the 
hyperphase solution was measured at 590 nm. (B) HA fillers were treated by 500 mM H2O2. After 1, 3 and 4.5 hours of reaction, 
the absorbance of the hyperphase solution was measured at 410 nm. SE: standard error. *p<0.05 as compared with Juvederm Ultra 
Plus. p<0.05 as compared with Perlane. 



Table 3. Heat stability of dermal fillers 







G' 






C" 


tan 


(5) 




0 hour (Pa) 


24 hours (Pa) 


Change (%) 


0 hour (Pa) 


24 hours (Pa) 


0 hour 


24 hours 


Juvederm Ultra Plus 


125.8±2.7 


61.7±2.1 


50.9 


38.4±1.3 


27.0±1.3 


16.9±0.2 


23.6±0.3 


Perlane 


366.2 ±7.2 


224.1 ±4.9 


38.8 


100.3±0.3 


63.4±0.6 


15.3±0.3 


15.8±0.2 


Cleviel 


376.0±16.9 


371 .5 + 15.1 


1.2 


225.6±9.6 


226.5±8.8 


31.0±0.1 


31.4±0.1 



Values are presented as mean + standard error or percent. 



lu 450 -1 

CO 




Fig. 3. Post-swelling effect of hyaluronic acid (HA) fillers in hair- 
less mouse. After injection of 0.2 ml of HA fillers into hairless 
mouse, the weight of isolated HA fillers from sacrificed mice 
was measured 3 days after injection. SE: standard error. *p< 
0.05, **p<0.01 as compared with Juvederm Ultra Plus. # p< 
0.05, ## p<0.01 as compared with Perlane. 

removed from the dorsa of the hairless mice for evaluating 
the filler swelling effect. The weight of J-U, Perlane, and 



Cleviel after injection increased by 340% 162% and 105%, 
respectively, as compared with their original weights (Fig. 
3). These results indicate that the swelling of injected HA 
fillers is caused by the absorbance of surrounding body 
fluids, and the monophasic HA filler, J-U, shows a higher 
degree of swelling than the biphasic fillers do. 

DISCUSSION 



Despite its well-addressed functionality as a component of 
biological tissues, HA can be toxic to cells when present 
at an extremely high concentration in normal tissues. We, 
therefore, tested the toxicity of Cleviel, whose HA 
concentration was 2-fold higher than that of the other 
commercial products. Our results confirmed that none of 
the HA fillers at the examined concentrations showed any 
toxicity to cells. 

Different degradation tests can produce different results 
depending on the characteristics of the HA gels under 
examination. The test performed in an enzyme or radical 
solution mimics the relevant physiological condition, wh- 
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ere individual HA particles are surrounded by the bio- 
logical tissue or body fluid after their introduction into the 
human body. The displacement assay in our study uses a 
simple lumped-mass model for evaluating the degradation 
rate of HA gels". The thermostability measurement focu- 
ses on the stability of HA component alone rather than its 
relationship with the endogenous enzymes or radicals. 
This test represents the decomposition process of HA gels, 
where no external material transfer is involved. 
Hyaluronidase and radicals are the main factors causing 
the degradation of HA gels. Hyaluronidase is a huge mole- 
cule with a mass of 50 kDa, and can specifically decom- 
pose HA chains after being activated by the carboxyl acid 
of D-glucuronic acid, and cleave 0 1 ,4-glucosaminidic 
bonds 12 . Thus, the physical binding of hyaluronidase to 
HA is needed for initiating the decomposition process. 
Furthermore, to generate rapid decomposition, a sufficient 
amount of hyaluronidase and enough space for hyaluro- 
nidase to recognize its binding site on HA molecule is 
required. In contrast, radicals do not show any selectivity 
and have a low molecular weight. The effect of HA con- 
centration on the enzymatic degradation rate is much 
more significant than that of the inter-matrix space on the 
radical-based degradation 4 . In our study, Cleviel de- 
monstrated the highest resistance to enzymatic decom- 
position, followed by Perlane and J-U. 
The obtained results may be caused by the different 
particle sizes, degrees of crossl inking, and/or concentra- 
tions of HA in the fillers. Normally, the products consis- 
ting of smaller gel particles will degrade faster in the body 
than those containing larger particles. However, the par- 
ticles used in the dermal fillers currently approved in the 
US have a limited size range. Therefore, the size of gel 
particles is unlikely to induce the observed differences in 
enzymatic degradation of HA fillers 4,9 . In general, the swe- 
lling ratio of a material decreases with the increase in the 
degree of crossl inking and HA concentration. The swollen 
gel networks have also been shown to decrease in size 
through degradation and exposure to hyaluronidase 13 . 
Therefore, we can assume that the degradation rates of HA 
gels may be associated with their swelling ratios. 
We were unable to determine the rate of radical-mediated 
HA gel degradation using the conventional carbazole 
assay, because its reproducibility and sensitivity were 
insufficient for producing repeatable data. Instead, by 
using the displacement assay, we were able to quanti- 
tatively measure the HA degradation caused by both 
enzymes and radicals, because the method measured the 
dye concentration instead of the HA concentration. To 
maintain the shape and integrity of bulk HA gel over time, 
either a very small space or a highly viscous solution 



between the HA gel particles is preferable to prevent the 
external degradation materials from reaching the gel 
particles 7,8 . J-U is a monophasic HA filler with very small 
spaces between the gel particles. Therefore, the dye diffu- 
sion rate in the J-U filler would be smaller than that in the 
biphasic HA fillers. As expected, the initial dye diffusion 
rate in J-U was smaller than that in Perlane; however, the 
rates became comparable after 24 hours of HA degra- 
dation. Furthermore, we found that the dye dispersion rate 
in J-U was larger than that in the biphasic filler Cleviel 
after 24 hours of reaction. The slow degradation of J-U 
during the initial phase might be due to the viscous 
property of the monophasic gel filler. Whereas, J-U sho- 
wed the lowest C value (1/3 that of the biphasic fillers) 
among all the filler materials, indicating its highly defor- 
mable property. Furthermore, the rapid degradation of 
high-viscosity solution between J-U particles increases the 
particle distance, indicating that the resistance of HA gel 
particles also contributes to the resistance of gel block. 
The high resistance of bulk Cleviel to degradation can be 
explained by the densely packed gel particles in the filler 
structure, which can retard the penetration of enzymes 
and radicals. This structure results from the combinative 
effect of a high HA concentration and high degree of 
crosslinking, i.e., a low swelling ratio. Thus, the main 
factor causing the high degradation resistance of Cleviel 
gel particles is the low gel swelling ratio due to its densely 
packed particle structure. 

In the present study, we tested and compared different 
types of HA fillers to determine the essential physical 
characteristics that could retard the enzyme- or radical- 
induced HA gel degradation. We found that a decrease in 
the gel-swelling ratio would lead to a retarding effect on 
the degradation of HA fillers. 
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